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24-hour or 48-hour PM2.5 measurements
over 10 test periods. For sequential
samplers, repeat the 5–day (or 10–day)
storage test of additional blank filters
once for a total of two sets of blank fil-
ters.

(g) Calculations. (1) Record the PM2.5

concentration for each test sampler for
each test period as Ci,j, where i is the
sampler number (i = 1,2,3) and j is the
test period (j = 1,2, . . . 10).

(2)(i) For each test period, calculate
and record the average of the three
measured PM2.5 concentrations as Cj

where j is the test period:

Equation 26
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(ii) If Cave,j < 10 µg/m3 for any test pe-
riod, data from that test period are un-
acceptable, and an additional sample
collection set must be obtained to re-
place the unacceptable data.

(3)(i) Calculate and record the preci-
sion for each of the 10 test days as:

Equation 27
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(ii) If Cave,j is below 40 µg/m3 for 24-

hour measurements or below 30 µg/m3

for 48-hour measurements; or

Equation 28
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(iii) If Cave,j is above 40 µg/m3 for 24-
hour measurements or above 30 µg/m3

for 48-hour measurements.
(h) Test results. (1) The candidate

method passes the precision test if all
10 Pj or RPj values meet the specifica-
tions in table E–1 of this subpart.

(2) The candidate sequential sampler
passes the blank filter storage deposi-
tion test if the average net storage dep-
osition weight gain of each set of blank

filters (total of the net weight gain of
each blank filter divided by the num-
ber of filters in the set) from each test
sampler (six sets in all) is less than 50
µg.

§ 53.59 Aerosol transport test for Class
I equivalent method samplers.

(a) Overview. This test is intended to
verify adequate aerosol transport
through any modified or air flow split-
ting components that may be used in a
Class I candidate equivalent method
sampler such as may be necessary to
achieve sequential sampling capability.
This test is applicable to all Class I
candidate samplers in which the aer-
osol flow path (the flow path through
which sample air passes upstream of
sample collection filter) differs from
that specified for reference method
samplers as specified in 40 CFR part 50,
appendix L. The test requirements and
performance specifications for this test
are summarized in table E–1 of this
subpart.

(b) Technical definitions. (1) Aerosol
transport is the percentage of a labora-
tory challenge aerosol which pene-
trates to the active sample filter of the
candidate equivalent method sampler.

(2) The active sample filter is the ex-
clusive filter through which sample air
is flowing during performance of this
test.

(3) A no-flow filter is a sample filter
through which no sample air is in-
tended to flow during performance of
this test.

(4) A channel is any of two or more
flow paths that the aerosol may take,
only one of which may be active at a
time.

(5) An added component is any phys-
ical part of the sampler which is dif-
ferent in some way from that specified
for a reference method sampler in 40
CFR part 50, appendix L, such as a de-
vice or means to allow or cause the
aerosol to be routed to one of several
channels.

(c) Required facilities and test equip-
ment. (1) Aerosol generation system, as
specified in § 53.62(c)(2).

(2) Aerosol delivery system, as speci-
fied in § 53.64(c)(2).

(3) Particle size verification equip-
ment, as specified in § 53.62(c)(3).
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(4) Fluorometer, as specified in
§ 53.62(c)(7).

(5) Candidate test sampler, with the
inlet and impactor or impactors re-
moved, and with all internal surfaces
of added components electroless nickel
coated as specified in § 53.64(d)(2).

(6) Filters that are appropriate for
use with fluorometric methods (e.g.,
glass fiber).

(d) Calibration of test measurement in-
struments. Submit documentation
showing evidence of appropriately re-
cent calibration, certification of cali-
bration accuracy, and NIST-
traceability (if required) of all meas-
urement instruments used in the tests.
The accuracy of flow rate meters shall
be verified at the highest and lowest
pressures and temperatures used in the
tests and shall be checked at zero and
at least one flow rate within ±3 percent
of 16.7 L/min within 7 days prior to use
for this test. Where an instrument’s
measurements are to be recorded with
an analog recording device, the accu-
racy of the entire instrument-recorder
system shall be calibrated or verified.

(e) Test setup. (1) The candidate test
sampler shall have its inlet and impac-
tor or impactors removed. The lower
end of the down tube shall be recon-
nected to the filter holder, using an ex-
tension of the downtube, if necessary.
If the candidate sampler has a separate
impactor for each channel, then for
this test, the filter holder assemblies
must be connected to the physical loca-
tion on the sampler where the impac-
tors would normally connect.

(2) The test particle delivery system
shall be connected to the sampler
downtube so that the test aerosol is in-
troduced at the top of the downtube.

(f) Test procedure. (1) All surfaces of
the added or modified component or
components which come in contact
with the aerosol flow shall be thor-
oughly washed with 0.01 N NaOH and
then dried.

(2) Generate aerosol. (i) Generate aer-
osol composed of oleic acid with a
uranine fluorometric tag of 3 ±0.25 µm
aerodynamic diameter using a vibrat-

ing orifice aerosol generator according
to conventions specified in § 53.61(g).

(ii) Check for the presence of sat-
ellites and adjust the generator to min-
imize their production.

(iii) Calculate the aerodynamic par-
ticle size using the operating param-
eters of the vibrating orifice aerosol
generator. The calculated aerodynamic
diameter must be 3 ±0.25 µm aero-
dynamic diameter.

(3) Verify the particle size according
to procedures specified in § 53.62(d)(4)(i).

(4) Collect particles on filters for a
time period such that the relative error
of the resulting measured fluorometric
concentration for the active filter is
less than 5 percent.

(5) Determine the quantity of mate-
rial collected on the active filter using
a calibrated fluorometer. Record the
mass of fluorometric material for the
active filter as Mactive (i) where i = the
active channel number.

(6) Determine the quantity of mate-
rial collected on each no-flow filter
using a calibrated fluorometer. Record
the mass of fluorometric material on
each no-flow filter as Mno-flow.

(7) Using 0.01 N NaOH, wash the sur-
faces of the added component or com-
ponents which contact the aerosol
flow. Determine the quantity of mate-
rial collected using a calibrated fluo-
rometer. Record the mass of
fluorometric material collected in the
wash as Mwash.

(8) Calculate the aerosol transport as:

Equation 29
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where:

i = the active channel number.

(9) Repeat paragraphs (f)(1) through
(8) of this section for each channel,
making each channel in turn the exclu-
sive active channel.

(g) Test results. The candidate Class I
sampler passes the aerosol transport
test if T(i) is at least 97 percent for each
channel.
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